iIndustrials

Project Reference: 15-0019
Reported By Amanda Bailey AFOH — Occupational Hygienist
. Tradebe Healthcare Wrexham HDU Treatment
Site Name -
Facility
Date of Sampling 19/04/15
Batch Number N/A
Type of Results Inactivation of Bacillus atropheus spores 6logio D
value 2.0
Spore Strip Samples
LAB REF SAMPLE NO. RESULT (cfu/ml) LOG INACTIVATION
2015-000015127 Sample 1 0 6.00
2015-000015128 Sample 2 0 6.00
2015-000015129 Sample 3 0 6.00
2015-000015130 Sample 4 0 6.00
Steam Indicator: PASS
Control
LAB REF SAMPLE NO. RESULT (cfu/ml)
2015-000015126 Control Strip 1 980000

Comments: None

Verified by:

Matt Wadie
Principal Consultant — Occupational Hygiene
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